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Instrument 
Computer Check Valve 

Assembly Pressure Transducer 

Valve B 

Valve A SICK Fiber Optic Module 
(for Instruments delivered 
before 4/09) 

Vent 
Valve 

Power Supply 
DIN Rail  
 

High Voltage 
DIN Rail  

Drain Valve 

Level Sensor  
Fitting 

ETS Switch 

Water Supply 
Valve 

Maintenance  
Alert Collector 

Motor Coupler 

24V DIN Rail  

Motor 

Digestion Vessel 

Temperature  
Probe 

Analog Level 
Sensor Module 
(for Instruments 
delivered after 
4/09) 

Valve B Tube 

Valve A Tube 
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