Service Procedure 025

04-27-22 RJC

Fuse Replacement
DELTA/DELTAI

Fuse Replacement:

1. Twist the Fuse Holder cap.

2. Pull out the cap and replace the fuse.
120V— 15 amp
220V— 10 amp
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